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Support Tube Position Monitor 
Goals And Constraints 

Goals: 
1) Monitor the position of the IR magnets relative to 

the accelerator. 

2) Desired X and Y position accuracy: -10 microns 

Constraints: 
1) No budget for the project 

2) Very limited space, 1 cm between the support 
tube and the detector 

3) The sensors can not be above the support tube 
surface as the support tube is being inserted in 
the detector 

4) No magnetic components can be used 



Support Tube Position Sensor 

General Approach 



Support Tube Position Sensor 

Principle of Operation 



Sensor Design 



Eddy Currents Affect the Signal



Eddy Current Shield 



Support Tube Sensor Electronics



Sensor Pop-Up Mechanism 

similar to 

final design 





Two prototype sensors under test. 

The x, y stages move the wire 

to determine the sensor's response. 

* 



11 Day Stability Test 



11 Day Stability Test 



Alignment Tools For VISA 
~ ~ ~~~ ~~~~~~ ~ 

VISA [Visual to Infrared SASE (Self Amplified 
Stimulated Emission) Amplifier] is a FEL experiment 
being carried out at the BNL Accelerator Test 
Facility. 

It is a step toward the LCLS being considered for 
SLAC. 

VISA consists of four undulator segments each 99 
cm long. The rms alignment errors for the four 
segments need to be less than 50 microns (2 mils). 

The alignment is carried out in two steps. A pulsed 
wire system fiducializes the segments. Our wire 
finder relates the wire position to tooling balls. The 
segments are then placed on a reference laser beam. 
Our laser finder relates the laser beam position to 
tooling balls. 



Wire Finder For VISA 
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Principle of Operation



Laser Wire Position Sensor 



Wire Finder Operation 



Wire Finder Calibration 



Laser Finder For VISA 



Laser Beam Position Finder 



Laser Beam Position Finder 



Laser Finder Construction 



Lab Windows Interface 



Laser Beam X Position 



Laser Beam Y Position



Magnet Mapping of the PHENIX Magnets
Using Surface Method

Wlodek Guryn, BNL

ABSTRACT
We shall describe the mapping procedure, setup and give preliminary results
of the magnet mapping of the PHENIX magnets. We used the surface
mapping technique, where the flux of the magnetic field through the closed
surface surrounding the volume of interest is measured. Given the absence
of the current sources inside the surface, the magnetic potential satisfies
Laplace equation, which is solved using Green's function method.
Reconstructed field is compared to the measurements made on the inside of
the volume of interest and to TOSCA simulations.

The contents of this talk were not available for inclusion in the
proceedings.
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Babar Solenoid 



Field In the Tracking Volume 



Our Approach 





Schematic of the mapper 



Probe plate 



Keep Bz out of Br and Bφ 



Probe Adjustment Magnet 



Probe Adjustment Magnet 





Which Brand of Hall Probes to buy?



Sentron Hall Probe 
Br vs Bz 



 
10–4 Probe Accuracy 

Sentron Hall Probe



Data Acquisition System 



Babar Solenoid Field Map Summary

 



Fwd. B 1  (bz,br)  for  phi = - 90 deg. 
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PEP II IR Region and Babar 



Measure B⊥ Along The Beams 



A Solenoid Field Going Into 
A Quadrupole Makes A 
Skew Octupole 
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Q2 field pattern 



Measure The Induced 
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High Accuracy Field Mappings with a Laser
Monitored Travelling Mole

B.Dehning, G.Mugnai, F.Roncarolo

Abstract

The LEP spectrometer is an alternative method adopted to predict the LEP beam Energy.
A bending magnet is flanked on either side by three beam position monitors (BPM) used
to determine the deflection angle of the beam. This angle, together with the integral of
the magnetic field along the beam trajectory, allows the calculation of the beam energy. In
order to reach the desired accuracy on the energy a relative precision of a few 10�5 on the
magnetic field integral is necessary. The magnet is a full-iron core dipole, 5.75 m long, of
the MBI type used in the LEP injection region. It has been specially designed in order to
have high field uniformity.
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1 Introduction

The beam energy calibration at LEP 2 is based on
an extrapolation method. The very accurate resonant
depolarisation (RD) [4] procedure measures the LEP
beam energies up to 60 GeV [3], with a relative
accuracy of less than1 � 10�5. Sixteen NMR probes
distributed in fixed locations along the bending
magnets are calibrated at each beam energy point
measured with the RD method.

When the particle beams are colliding at physics
energies (� 100GeV in 1999) the energy is predicted
via a linear extrapolation from the NMR readings.

A similar calibration is done between the same
NMRs and the LEP flux-loop measurements. A loop
covering the cross section of the dipole field has been
placed inside the LEP dipoles. The voltage induced
in this loop while cycling the magnets provides a
measurement of the field integral.

The beam energy model is rather complex and
takes into account several correction factors such
as the “train effect” [1], orbit changes due to earth
tides [7], and field changes due to thermal effects. The
error estimate on the LEP beam energies during the
1998 run is 25 Mev, corresponding to a relative error
� 2:5 � 10�4.

Further information about the beam energy calibra-
tion at LEP is included in [5] and [6].

The LEP spectrometer has been conceived to be an
alternative method for the beam energy determination,
providing adirect energy measurement. The concept
consists in detecting the change in the bending angle
� through the beam position monitors (BPM) and e-
valuating the total integral B-field seen by the parti-
cles while travelling inside the spectrometer magnet
(see Fig. 1). The beam energy is then calculated, be-
ing

�� /

R
LBdl

Ebeam

(1)

2 Measurement Requirements

The LEP beam energy calibration goal is to keep the
error smaller than1 � 10�4. Considering the beam po-
sition measurements and the total integral field evalu-
ation to be linearly independent, the single errors add
quadratically. This leads to the requirement of an error

ϑ

Dipole Magnet

BPM

Fig. 1: LEP Spectrometer schematic layout

in the field mappings not larger than3 � 10�5.
The total integral field seen by the particles along

the magnet is evaluated during the LEP operation by
reading the field in four fixed locations. The aim of
the mapping was the estimation of the total integral by
sampling

�
R
BdlR
Bdl

= f(Bref) (2)

and outline its possible changes with environmental
conditions. For this reason a first series of maps have
been carried out in the laboratory scanning different
temperature levels and magnet conditioning.

The “mole” measurements were performed as a
cross check and above all to investigate possible
changes due to the magnet transportation in the LEP
tunnel and the final spectrometer alignment and setup
(insertion of the vacuum chamber, etc ...).

The mapping has the aim of estimating the total in-
tegral by sampling the local B-field and approximating
the integral with a sum:

Z s2

s1

B(s)ds �
NX
i=1

Bi � Æsi (3)



3 Measurement Setup Overview

The system has been developed to be accurate in the
lengthandfield measurement as well as transportable
(laboratory-LEP tunnel) without compromising the re-
producibility.

In Fig. 7 a general overview of the measurement set
up is shown and the main elements are:

- the mapping mole sliding inside the beam pipe
inserted in the dipole gap; two NMR probesand
a search coilare installed on the mole as field
monitors.

- the laser interferometer pointing to the retrore-
flector mounted on the mole;

- the digital integrator which processes the signal
induced on the coil. (Rack)

- the acquisition system (also in the rack), includ-
ing the NMR teslameters, a DAC introduced
to compensate the integrator drift and the OS-9
CPU used as interface between the instruments
and the Unix based data storage.

4 Reference Probes

The positioning of the four reference NMR probes has
been carefully studied by scanning locally the B-field,
in the region between the dipole lower pole and the
beam pipe. A device able to move an NMR probe in
the three dimensions in a small region has been used
and an example of the field behavior is shown in Fig. 2.

The reference NMRs have been placed following
such analysis, choosing four locations where the field
has the smallest gradients in all directions (dB/B ¡
10�5mm�1). In such a way the error due to possi-
ble small misplacements of the probes after their re-
moval and/or substitution (during all the spectrometer
operation) is negligible. After choosing the optimal
locations, some special supports have been designed
and mounted in order to guarantee a high precision of
every probe’s repositioning, since for the aim of the
spectrometer project as a whole it is important to mon-
itor the local field always at the same locations.

Among the other components, a small variable fer-
romagnetic capacitor is inserted in the probes body, to
allow the auto-tuning of the instrument around the res-
onance signal. Interference between two NMR probes
has been observed when the head of one probe is less
than 10 cm away from the body of the other probe.
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Fig. 2: Example of the local field monitoring around
the reference NMR probes: the B-field is scanned at
different horizontal positions for 100 mm in the lon-
gitudinal direction.

Such was the case during the LEP spectrometer mag-
net mapping, every time that the movable probes were
passing by the fixed ones (see Fig. 3).
During the data analysis average values of the refer-

ence probes were calculated, not taking into account
the peaks due to the aforementioned disturbances.

Fig. 3: In the readings of the reference probes it is
possible to distinguish the peaks (one for each map)
due to the interference between the movable and fixed
probe.



Fig. 4: Profile of the toothed belt used to pull the mole.

5 Mapping Mole

The mapping has been carried out with a mole travel-
ling inside the vacuum chamber. A schematic diagram
is shown in Fig. 6. The device has been designed in
order to fulfill the requirements on the measurement
accuracy. Fully non-magnetic materials have been
chosen and basic static-dynamic calculations were
executed to guarantee the necessary mechanical
stability against stretching and torsion.

Four bronze-beryllium springs are inserted in each
of the upper wheels’ supports, in order to keep them
stably pushed against the vacuum pipe walls. The
vacuum chamber in the spectrometer magnet is lifted
up by 2 mm from the center of the dipole yoke, in
order to guarantee enough space between the lower
pole tip and the beam pipe for the four fixed NMR
probes. The alignment was carefully studied and the
geometry was designed to put the NMR probes and
the search coil in the center1 of the dipole gap, making
them slide along the ideal beam trajectory.
Two different views are included in Fig. 5.

The chariot is pulled by a toothed belt driven by a
stepping motor. The belt has been chosen to have good
elastic properties and stable behavior in time and tem-
perature changes. A special internal structure in kevlar
(non magnetic) was preferred to the standard steel one.
The profile of the belt is illustrated in Fig. 4. The two
ends of the belt are clamped at the extremities of the
mole and two pulleys (one fixed on the stepping motor
axis) are mounted externally to the vacuum chamber
to make the belt turn and close the loop.

1More precisely: the two NMR probes are in the verti-
cal center and symmetrically positioned with respect to the
horizontal center.

Fig. 5: Two pictures of the mapping mole.



Retroreflector

Two NMR Probes

Coil for End Field Measurement
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Fig. 6: Schematic diagram of the mole.

Fig. 7: Set up overview
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6 Displacement Measuring Interfer-
ometer

An accurate position monitoring is needed to evaluate
the total integral field according to Eq. 3. For this pur-
pose a laser source was adopted in order to perform a
linear interferometer distance measurement. The dia-
gram of the system is shown in Fig. 8.

The laser tube uses a helium-neon source which
emits light with a well known and stable wavelength
(� =632.8 nm). The beam passes through a magnet-
ic field created inside the laser head to split the light
into two frequencies (F1 with right circular polari-
sation andF2 with left circular polarisation) via the
Zeeman effect. The difference between the two fre-
quencies is about 2 MHz and the tube cavity is tuned in
order to have equal intensity for the two components.
The light beam passes through two plates which con-
vert the polarisation of the two components from right
and left circular to linear horizontal and vertical. At
this point the beam has a diameter of 1 mm and travel-
s trough a telescope collimator which expands it. An
aperture at the output of the tube restricts the beam di-
ameter to�7.6 mm.

A first beam splitter deflects about 20 % of the light
to a reference detector. Within this detector another
splitter divides the beam into two parts each of them
containing both the frequencies. Thereference fre-
quencyF1�F2 is produced whenF1 andF2 interfere.
The outputs of the photo-detectors have a frequency
F1 � F2 � 2MHz; the DC component is used to
send thelock signal2, while the AC component is used
to develop thereference signal.

The main light beam is transmitted to the interfer-
ometer, where a polarising beam splitter allows one
frequency component (F2) to pass whilst the other one
(F1) is deflected by 90 degrees. One of the two reflec-
tors after the interferometer (see Fig. 8) is fixed and
the beam is reflected with same frequency (F1) which
is used as reference. The other one is moving with a
velocity v away from (or towards) the interferometer
and the returning beam has thus a Doppler shifted fre-
quency

F I
2 = F2

�
1 +

v

c

�
= F2 + F2

v

c
: (4)

The two light beams recombine again in the interfer-
ometer and go back to the main unit, where it is elab-

2This means that the instrument is ready to be read.

orated by a Doppler detector. Within the detector the
signal is optically demodulated and sent to a photo-
detector whose output (Doppler shifted signal) has the
frequency

�F = F1 � F I
2 = F1 � F2 � F2

v

c
(5)

The reference and Doppler shifted signals are convert-
ed into logical pulses and sent to two different coun-
ters. Each counter stores in a register the number of
wavelengths, of frequencyF1�F2 and�F respective-
ly. Analytically the signal processing is the following:

- the reference detector determines the number of
wavelengths of the signal with frequencyF1�F2
over a time period�t:

Z
�t
(F1 � F2)dt = N�t

F1�F2
(6)

- the second detector processes the return beam of
frequency�F = F1�F I

2 , counting the number
of wavelengths over the same period�t:

Z
�t

�
F1 � F2 � F2

v

c

�
dt =

= N
�t

F1�F2
�

F2

c

Z
�t

vdt (7)

- the difference between the right-hand parts of
Eq. 6 and Eq. 7 is computed as:

�N = N
�t

F1�F2
�

�
N
�t

F1�F2
�

F2

c

Z
�t

vdt

�
=

=
F2

c

Z
�t

vdt (8)

- the velocity can be expressed asv=dL/dt and
Eq. 8 becomes:

�N =
F2
c

Z
�t

dL

dt
dt =

F2
c
� L�t (9)

The relative displacement of the retroreflector during
the period�t is thus:

L�t =
c

F2
�N = �vac2 �N (10)

where�N is the the difference of the values stored in
the two internal registers and�vac2 is beam light wave-
length in vacuum (for non vacuum environments see
section 6.1).



6.1 Error analysis

Unless the measurement is performed in vacuum the
beam light wavelength has to be corrected for the in-
dex of refraction of air (� ! �=nair). The index de-
pends on the temperature, humidity and pressure of
the environment where the measurement is performed.
For example an increase in the air density (high pres-
sure or low temperature) results in a lower light veloc-
ity and thus in a smaller laser beam light wavelength.
Eq. 10 becomes:

L�t =
�vac2

nair
�N (11)

On the instrument adopted for this set of measure-
ments the value of the index of refraction of air (which
can be expressed also likenair = c=w = �vac=�air,
being w the velocity of light in air [10]) can be
changed through a set of thumb-wheels located on the
display unit.

The resolution of the instrument is 10 nm and
the firm providing the laser source (HP) gives the
following values for the accuracy [10]:

� 1 ppm=oC
� 1 ppm=2:8mmHg
� 1 ppm=90%change in rel. humidity

Further information about the error analysis is includ-
ed in [11].

7 Magnetic Field Monitors

The aim of a mapping is to evaluate the total integral
magnetic field characteristic of a magnet, including
the fringe regions where the field decreases to zero.
In order to guarantee the zero-field conditions outside
the magnet, the portions of vacuum chamber located
around half a meter away from the magnet faces have
been wrapped with a�-metal material used to screen
the external electromagnetic fields.

The field in the dipole core is around two times the
field in the iron-concrete LEP bending dipoles:

Eb = 22GeV ) B � 0:047T
Eb = 100GeV ) B � 0:222T

7.1 Central Region and Reference Probes

The NMR probes adopted (Metrolab Probe Head
1072, Range Type 1 and Range Type 2) cover mag-
netic fields between 0.043 and 0.026 T. The resolution
is 1�10�7 T (or 1 Hz). The guaranteed accuracy is
better than�5 ppm and the relative accuracy better
than�0.1 ppm in uniform fields [9]. Three teslame-
ters (Metrolab PT2025) and three multiplexers have
been used, dividing the NMR probes on the three in-
struments:

- fixed NMRs type 1;

- fixed NMRs type 2;

- movable NMRs (type 1).

The reference probes of the same range have been
read via a multiplexer in order to avoid possible inter-
ference when two Teslameters operates almost at the
same frequency.

7.2 End Field Region

In order to cover the field range not covered by the
NMR probes a search coil has been installed on the
mole. The coil was realized at CERN and is made of
about one thousand turns around a rectangular frame
(2.5� 1 cm).

The motion of the mole in the end field region,
where the field gradient is high enough, induces a volt-
age between the coil terminals, being (for each step):

� =
�B

A
(12)

where� is the flux,�B the field change between two
locations and A the coil area. An example of the signal
detected during one step is shown in Fig. 10.
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Fig. 10: Voltage induced on the search coil

8 Magnet Conditioning

Before every ramp adegaussing cyclewas performed
and once the nominal energy for the map was reached,
a cycle ofbending modulationwas done. Both proce-
dures, plus the ramp to the nominal energy followed
the standard LEP operation:

� Degaussing Cycle
25A �!500A �!25A for five times at a
ramp speed of50A=s.

� Ramp
25A �!Inominal at a ramp speed of2:3A=s

� Bending Modulation
Inominal �!Inominal(1+0:03%) �!Inominal

for 7 times at a ramp speed of2:3A=s

The bending modulation consists of a conditioning cy-
cle, applied to improve the stability of the actual work-
ing point [2]. After such repeated excitation, in case
of a variation in the power supply or any change in
the excitation current, the magnetic field has a signif-
icant smaller jump (Fig. 11). In fact it happens that
after the first small increase of the current during the
bending modulation, the magnetic field increases by a
relative amount of the order of5 � 10�5 , much less
for the following cycles and reaches a saturation af-
ter the seventh cycle. The phenomenon is displayed in
Fig. 11.

9 Mapping Procedure

The mapping procedure was based on the following
steps:

- Forward direction:

double end field map of the non-connection
side with two shifted starting positions;

core map with the two NMR probes;

double end field map of the connection side
with two shifted ending positions.

- Symmetric procedure for the backward direc-
tion.

Tests in the laboratory showed that it was enough to
sample the core end-field every 2 cm to ensure negligi-
ble errors in the field integral, compared with a denser
sampling.

For the end-region it was find a compromise be-
tween sampling-frequency and signal amplitude and,
as mentioned above, the procedure foresaw two scans
for each map (step size of 1 cm), with the starting point
shifted by .5 cm.

The measurement of the coil area (see Eq. 12) has
been carried out off-line ramping the magnet with the
coil still in dipole core. To reduce the uncertainty, the
coil area has been also calibrated on-line after each
map, as explained at the end of the next paragraph.
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Fig. 11: Effects of the bending modulation treatment,
measured on a LEP bending dipole.



Motor Integrated Drift after Drift after Initial Final
Resolver Signal the DAC cycle the movement Position Position

[V � s] [V ] [V ] [mm � 105 ] [mm � 105 ]

. . . . . . . . . . . . . . . . . .
5633 0.0008426 0.0000002 0.0000002 114908616.0 115897216.0
5655 0.0010228 0.0000002 0.0000002 115897232.0 116887528.0
5676 0.0012060 0.0000001 -0.0000006 116887568.0 117876392.0
5698 0.0014027 0.0000001 -0.0000013 117876448.0 118870160.0
5720 0.0015800 0.0000002 0.0000008 118870264.0 119855448.0
5741 0.0017901 0.0000001 0.0000001 119855488.0 120849856.0
5764 0.0019837 0.0000000 0.0000009 120849888.0 121839536.0
5786 0.0022223 0.0000001 -0.0000011 121839536.0 122836328.0
5809 0.0024536 -0.0000001 -0.0000001 122836320.0 123825696.0
5832 0.0027356 0.0000000 0.0000004 123825696.0 124816392.0
5856 0.0030329 -0.0000001 -0.0000004 124816352.0 125804672.0
. . . . . . . . . . . . . . . . . .

Table 1: Example of raw data from the end field map
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Fig. 12: Core region integrals and total integrals measured in the laboratory



To be indipendent from the absolute accuracy of the
integrator3, a calibration of the system has been per-
formed after every endfield measurement. The field
inside the dipole gap (i.e. limit between “central field”
and “fringe field”) was in fact precisely known, by the
NMR probes installed on the mole. The difference be-
tween this value and the “zero field” value was set e-
qual to the integral of the induced coil voltage, divided
for the coil area:

BNMR �B0 = �B =

R
udt

A
(13)

this procedure overcomes all system drifts developing
in a time longer than the measurement period (includ-
ing, for example, possible variation of the coil area).

11 Mapping Results

The travelling mole has been used both in the labora-
tory and in the LEP tunnel after the transportation of
the magnet.

In Fig. 13 an example of the field profile is pre-
sented; the central region is measured with two NMR
probes.
In Fig. 12 the reproducibility of the system for some

maps is given:

- better than1 �10�5 in the central region (NMRs)

- Few10�5 on the total
R
Bdl

The maps displayed are performed at I=480 A
(Ebeam=100 GeV ). They are not all consecutive and
no temperature corrections are applied. The only
off-line operation is the normalization for the refer-
ence probes, necessary to compare maps sometimes
realized at slightly different working points.

The last two figures represent a final result for the
LEP spectrometer total integral calibration. They
include all the maps performed during the calibration,
the “arm” measurements in the laboratory, the mole
measurements in the laboratory and the mole mea-
surements in the LEP tunnel.

Performing a linear fit of all the maps as function
of the reference probes readings and calculating
the residuals to the fit itself (Fig. 14), provides an
estimate of the error in predicting the total B-field

3 �

R
udtR

umaxdt
= 1 � 10�4 , see [8].
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Fig. 13: Core region (top) and end-field (bottom) field
profile

integral during the spectrometer operation (reading
the reference probes).

More in detail, the main interest will be on the ratio
between the integrals at different energies and the
quantity

R
BE2dlR
BE1dl

�
f(B2

ref )

f(B1
ref )

(14)

leads to the estimate of the error without possible sys-
tematic energy dependences. Fig. 15 shows this quan-
tity.



Fig. 14: Linear fit integral vs reference probes and residuals.
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12 Conclusions

The LEP spectrometer dipole magnet has been first
mapped in the laboratory with a movable arm carry-
ing an NMR probe and two hall probes for the fringe
fields. Such a setup provided a large number of mea-
surements, scanning the different accessible parame-
ters, like the cooling water temperature and slightly
different magnet conditioning.

TheMolesystem reached the aim of cross-checking
the first method in the laboratory and investigate possi-
ble effects of the magnet transportation in the LEP tun-
nel and any variation in the magnetic field due to the
different environmental conditions and the final setup
of the LEP spectrometer.

The measurements showed a high reproducibility of
the system and the agreement between the two map-
ping methods gives an estimate of the total integral
field with the aimed accuracy of 3�10�5.
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Recycler Measurement System

P. Schlabach, Fermilab 





Permanent Magnets at Fermilab 

R&D phase (1995-96): 
1) understand material properties (ferrite & compensator) 

a. temperature compensation 
b. uniformity of materials (magnetization, Hc, permeability,. . .) 
c. stability to thermal, temporal, radiation, mechanical effects 

2) develop manufacturing techniques; built prototype magnets 

Magnets for 8 GeV Transfer Line (1996-97): 
* beamline to transport protons from Booster to new Main Injector 
* gain experience with permanent magnet technology 
* magnet factory set up at Bldg MP9 
* built 65 gradients, 45 dipoles, 10 quads to moderate field-quality 
specs 
* beamline commissioned in 1997 

Magnets for Recycler Ring (1997-98): 
* 8 GeV storage ring for recovered p-bars from Collider 
* MP9 factory improvements (include measurement facility) 
* built 500 magnets to storage-ring quality specifications 

(372 gradients, 11 1 quads, 17 specialty magnets) 
* magnet installation in progress 
* project cost $12.6M 



Recycler Ring Permanent Magnet List 

1 

magnet 
(as of beamlines 
status total # spares # in # in ring 

24 Aug 98) 
gradients 

RGF 

complete 99 0 9 90 50.8 cm 

quadrupoles 
complete 73 1 8 64 SGD 
complete 75 4 7 64 SGF 
complete 1 1 1 2 3 106 RGD 
complete 113 3 2 108 

(initial phase) 

101.6 cm 10 0 2 12 in assembly 
50.8 cm 32 0 to do later 32 0 
(upgrade) 
other: 

mirror 

complete 5 0 5 0 Lambertsons 

magnets 
in assembly 12 4 6 2 

Recycler Ring also includes some electromagnets: 
trim quads (normal) 9 
trim quads (skew) 4 
sextupoles 28 
trim dipoles (horizontal) 26 
trim dipoles (vertical) 26 
vertical bends (FMI - RR transfer) 10 



Recycler Ring Gradient Magnet Specifications 
i 

gradient, 62 
pole length 

b3 (units) 2.54 cm) BL (T-m) (m) magnet 
sextupole, (units @ 

arc focussing (RGF) 
8.7861 9.74 0.61824 4.4958 

arc defocussing (RGD) 4.4958 

0.0 1275.96 0.41216 3.0988 focussing (SGF) 
dispersion suppression, 

-1 5.1 –598.08 

dispersion suppression, 
defocussing (SGD) 3.0988 0.41216 –1  -1303.08 0.0 

0.61824 







Recycler Measurement Apparatus 



Recycler Gradient Magnet Assembly Strategy 

Pre-assembly: 
* magnetize bricks in electromagnet (saturate) 

* prepare compensator packs (mix from different lots) 

Assembly: 
* build pole subassembly 

* stack alternately bricks/compensator on flux return plates 
* assemble poles and flux return top, bottom, sides, end plates 

Trimming: 
* measure strength (flipcoil); adjust by adding/subtracting bricks 

* freeze magnet (0 C); measure strength of cold magnet (flipcoil) 

* warm up to room temperature & measure strength again to get 
compensation; adjust amount of compensator 

* measure longitudinal profile (Hall probe); determine bend center 
& adjust by brick / compensator redistribution 
* measure harmonics (rotating coil); calculate custom end shim 
profile. 
* install shims and remeasure harmonics 

Production history: 
* began 11/97, complete 7/98: 373 magnets 

* average production rate: 40 magnets/month (2/day) 

* peak rate (Apr 98): 3.6 magnets/day 



Fermilab Recycler 
Typical Combined Function 
Permanent Magnet 
L 4.50 m 
BL 0.618 T-m 
B'L 1.51 T-m/m 
B"L 1.67 T-m/m2 



FLIP COIL 



FLIP COIL (2) 



Z SCAN 



Z SCAN (2) 





ROTATING COIL HARMONICS MEASUREMENT 



HARMONICS (2) 



SSW 

QUADS 



PROBLEMS 



SGF octupole - shimming 

pre-shim: 

Post-shim: 



RGF measurement summary (112 magnets) 

(dB/B)/dT 
D B/B 
b2 
a2 
b3 
a3 
b4 
a4 
b5 
a5 
b6 
a6 

Ideal 
0.0 
0.0 

619.7 
0.0 
8.7 
0.0 
0.0 
0.0 
0.0 
0.0 
0.0 
0.0 

mean 
0.09 

-0.04 
619.74 

0.3 1 
8.61 

0.09 
0.14 
0.02 
0.07 

-0.24 
-0.11 

-0.04 

std dev 
0.3 1 
3.89 
0.62 
0.78 
0.27 
0.38 
0.24 
0.30 
0.23 
0.25 
0.28 
0.20 

Other gradient series also obtained excellent results 



COMMENTS 



Finished Recycler Gradient Magnets 
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With the title I o�er, you should get a few

`David Letterman' class laughs. You won't.

It's mostly a sad tale. You will �nd it funnier

than I do, but please keep that to yourself.

A few points can be just stated. Most will

require an illustration.

Keep in mind that I have followed the Main

Injector magnets to the accelerator. I am no

longer an active data collector. But I am still

extracting information and living with its `fea-

tures'.
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#10:

Know What Your Customer Needs

Sometimes the obvious can get lost. You prob-
ably need to understand some technical fea-
tures of the application. Then ask, \What are
the crucial questions?"

Following the measurement of 600 magnets for the Fer-
milab Antiproton Source, we were informed that 50-100
magnets from the Main Ring would be available for test-
ing during the construction of the collider overpass. So,
we planned to build a new probe and use existing com-
puting and electronic systems. Routine...until we really
listened. The crucial information needed concerned in-
jection �elds for the Main Ring (400 Gauss). We had
experience for Tevatron injection �elds (6600 Gauss)
and PBar Source �elds (1.7 T). Our management was
surprised to realize that we would require more than or-
der of magnitude in sensitivity. Yes, we did �nd new
problems which demanded carefully shielded probes.
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#9:

What Your Customer Needs May Not Be

Enough

It will not take long to learn more than your typical cus-
tomer. They probably will not know about the cross
checks and redundancy which will provide reliable mea-
surements. They may need help to understand mag-
net physics issues such as hysteresis or measurement
issues such as the bene�ts of integral over point mea-
surements. You may �nd that learning more of the ac-
celerator beam dynamics or other requirements-oriented
issues is fun.

Typically the customer doesn't care about the next time
the magnet will be used. We measured a few magnets
for a calorimeter calibration beam line. 4-5 years later
they were going into another calibration line. We re-
measured them.
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#8:

Redundancy is so nice.

In fact it is Crucial

As production began on the Main Injector Dipoles, a mi-
nor crises developed. The �eld for 120 GeV operation
was stronger for new magnets than for the initial produc-
tion. If the source was a steel di�erence, we needed to
expeditiously understand what needed to be controlled
in the steel making process. Because we had redundant
strength measurements, including reference magnet dif-
ferences, we could dismiss potential measurement sys-
tem problem with a couple of hours or work (really less
than that). We con�dently moved on to the issues of
steel quality and our steel measurements without con-
cern for magnet measurement problems.
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#7:

Humans will Error - 99% Accuracy is

Great Work

Watching 18 months of Tevatron magnet measurement
convinced me that 99% accuracy was as good as you
could achieve. You let people (measurers) make the
choices, but the computer must make the measurement,
including reading the switches and hardware identi�ca-
tion. So we built the PBar Source measurement system
and the measurer controlled it but only put in the mag-
net name. After 600 magnets were measured, we had
no errors, except for measurements on 6 magnets with

the wrong label.

After I quoted this for a decade, a TV show on medical
disasters featured a Harvard researcher who reported
that human accuracy is 99% at best. Systems which
achieve a lower error rate are automated or use answers
only after cross checks.
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#6:

We learned at IMMW to Identify Probes

Electronically

About 10 years ago at an IMMW, we presented our
system for identifying probes using digital input reg-
isters which read codes wired into the probe connec-
tors. Another group described having not only probe
and instrument coding, but they also included a wire
through each connector that could be checked with the
computer. Before a measurement began, the computer
checked that each connection was complete.

The planning for a probe identi�cation system was in-
cluded in the Main Injector measurement system. It
was mostly implemented but was not included in the
initial measurement protocol. At the peak of e�ort,
other projects also required measurements. Data was
analyzed with the wrong probe properties. Man months
of e�ort were spent by the data users trying to deal
with the resulting confusion. The Main Injector Mea-
surement System now identi�es probes.
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#5:

Remember Hanft's Law:

Unexamined Data is (Probably) Wrong

Data

The plan for a measurement is only a working plan when
you have collected data, demonstrated that the data
was collected and monitored the continued data collec-
tion. The data quality is likely to be no better than you
have demanded of it.

The Main Injector measurements were monitored to
demonstrate the magnet quality. Uniformity of bet-
ter than 0.1% was needed. The measurement system
needed strength measurements to 0.03%. Accelerator
modeling will �nd much higher precision to be useful.
Repeat measurements at 500 A show RMS strength
variations of 0.002% (2 × 10−5 or 0.2 units). This
demonstrates that the 10 kA supply provided current
control to 20 mA. However, the current readback has
variations of 0.02% !!!
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#4:

Don't Count on Hanft's Law:

OR

Old measurments are nice.

(Keep them On-Line)

Reported Measurements are Really Nice.

How did we �nd the probe identi�cation error? We
had old measurements. The PBar quadrupole strength
was monitored by comparing to a reference magnet with
our FLATCOIL measurement program. Rotating coil
harmonics were monitored only for �eld shape. But the
data was spinning on-line and was directly comparable to
newer measurements. When the data was extracted and
analyzed, it demonstrated the design features expected
for the various magnet lengths. When compared to new
measurements with the `improved' system, most agreed
at the 0.2% level. Disagreements were almost precisely
6% (a probe radius wrong by 3%).
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#3:

Empower Your Measurers: Display Cool

Things On-line

• Let them see the harmonic components by

displaying raw signals with the dominant

contribution suppressed.

• Display time graphs of magnet current changes.

• When possible, compare current measure-

ments against expectations (from previous

measurements or design properties)
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#2:

Congratulate Yourself on Success

When it counts, the project is in trouble

I was visiting at DESY when the PMES (HERA

proton superconducting magnet measurement

group) received data back from their newly

commissioned measurement system at the mag-

net factory in France. Room temperature mea-

surements had been made on the �rst proto-

type HERA Quadrupole. The 12-pole com-

ponent was unacceptably large. There were

signi�cant e�ects due to magnetic properties

of the stainless steel collars.

The measurement group had saved the day.

But management was busy obtaining suitable

stainless for the next prototype. I took it upon

myself to congratulate the measurement group.
23-Sep-1999 IMMW

IMMW Top Ten

Bruce C. Brown

11



#1:

Take Time to Enjoy

Magnets and Measurements

• We have cool computer tools.

• We buy and build neat electronics.

• We often feature incredible mechanical stu�.

(Cryogenics is really cool. :-) )

• Magnets are fascinating. There is still much

to learn.

• The people who do magnet measurements

are the greatest.
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Session Summary:  Session TU3

Tuesday, September 21, 1999, 1:30 –3:00 p.m.
Chair: Malgorzata Tkatchenko

Session TU3 : which we could call “using magnetic measurement in your every day
work”

In the first talk Richard Thomas (BNL) described the smart, automated method used to
check the polarity in RHIC magnets. A barcode label is placed on each magnet to
indicate the configuration of the magnet. To ensure that the magnet configuration
corresponds to the barcode, a Hall probe rotation is performed with subsequent
harmonic analysis. This is a very good idea when you have plenty of different magnet
configurations, in particular for superconducting magnets.

The second talk by Dejan Trbojevic (BNL) reported on the complete process, starting
from magnetic and mechanical measurement to finish with completing of database for
RHIC magnets. This database is used for magnet assembly, their installation,
alignment, operation and as a diagnostic tool for accelerator physicist for simulating
beam dynamics.

V. K. Makoveev (JINR) reported on neutron radiation damage on Hall probes used
with JINR magnetometer. The conclusion was that the sensitivity is reduced by 3.7 %,
but recovers by 1 % after 68 days, starting from exposure to the fast neutron flux of
1.5 1015 n/cm 2.

Animesh Jain (BNL) finished this session giving the talk about a new type of
measurement. The measurement of helicoidal dipole with the help of the straight coil.
Detailed error analysis has shown that the measurement coil has to be made of several
segments. The great number of segments will improve the maximum error. The final
conclusion was that the experimental results in the helicoidal dipole were consistent
with expectations based on numerical simulations.



Session Summary:  Session TU4

Tuesday,  September 21, 1999, 3:30 –5:00 p.m.
Chair: Gebhard Moritz

It was a mixed session with totally different topics.

Mike I. Green reported about the ‘Status of Magnetic Measurements at LBNL’.
After the completion of the magnets for the ‘Low Energy Ring’ of PEP II at SLAC
the group was dissolved. Mike is back at the Lab as a consultant.

Jacques Billan from CERN talked about ‘Search coils for LHC’. Jacques
established a real ‘coil factory’ at CERN – up to 1800 very accurate coils will be
made. Out of these individual and identical search coils radial and tangential coils
are built. No skew bucking coils are needed because the parallelism of the coils is
better than 1 mrad. The coils are made either using single wire or MWS multiwire.
The are carefully calibrated at specific test benches. If I can give you an advice:
Don’t make your own coils, buy them from Jacques.

Next talk was given by Doug Evans from TRIUMF about ‘Magnet Measurements
for the ISAC Project’. The project includes 132 dipoles, quadrupoles and
sextupoles, all resistive and DC. The measuring tools are a 3D-Mapping Table
with hall probes and a Rotating Coil System. They developed for this project a
new 3m long probe arm, made out of Boron Fiber wrapped with Kevlar.

Next was Zachary Wolf from SLAC. He presented ‘Measurements for the PEP II
Interaction Region Permanent Magnets’. It was a huge effort to measure these 2
dipoles and 2 quadrupoles. It included the measurement of the magnetic moments
of the permanent magnet blocks, the field quality of each slice, the field strength
and quality of the assembled magnet and the fiducialization. Measurement devices
were Helmholtz Coils, Rotating Bucking Coil and Stretched Wire. I like to
mention a special coil with well known magnetic moment that was used for test
and calibration purpose before each run and the well designed kinematic mount of
the rotating coil (ball/cone), in order to avoid any constraints on the coil.

The last speaker of this session was Laurent Deniau from CERN. The title of his
presentation was ‘Effect of the rectangular Coil Windings on Magnetic Field
Measurements using Rotating Coils System’. He first calculated the coil flux in a
filamentary approximation (zero dimension coil). In this approximation he could
determine –with some assumptions- the coil sensitivity factors from the known
data of a real coil. Then he handled a rectangular coil with several approximations
and got correction factors for the simple filamentary approximation. Graphs
showed that the effect can not be neglected if one wants to measure harmonics
down to 0.1 unit. Papers are available on the web:

http://home.cern.ch/m/mtauser/www/html/internalnotes1998.html



Session Summary:  Session WE1

Wednesday, September 22, 1999, 8:30 a.m. –12:00 noon
Chair: D. Evans

Louis Walckiers, CERN:
Measurements for the Acceptance Tests of the LHC Superconducting Magnets.

     The LHC requires more than 7000 total magnets of 60 types.  Approximately 1200
dipole cold masses to measure as well as about 400 MQ  plus 100 MQM or MQY quads.
The magnets will be tested in industry with  the assistance of CERN personnel and help
from other labs. When the  magnets arrive at CERN, more tests will be conducted
including alignment tests, stability tests and field quality tests. A one pass mole will be
used for the MB centering technique. A 15 meter long rotating coil will be used to check
MB field quality. The warm/cold alignment correlation  will be established on a reduced
no. of magnets using a cold mole system  and a stretched wire system.

Phil Schlabach, FNAL:
Measurements of HGQ Model Magnets.

     7 Models have been built and 6 tested. Warm measurements were done during
fabrication followed by a full set of cold measurements to verify each magnet. The
apparatus used included a FEI mole from SSC for warm  measurements and a new 0.82 m.
long probe wound on 4.1 cm. O.D. G10 shaft  for cold measurements. Measurements
included harmonics, transfer  functions, field angle & twist, end field meas. and injection
field  meas. The results showed good agreement between meas. and calculated  results.
Development is on going to improve results due to Eddy Currents.

Fabrice Simon, CEA:
Magnetic Measurements on LHC Prototype Quadrupoles  at Room Temperature.

      The mole used for these measurements was built at CERN and has 5 radial coils, is
750 mm. long and has 400 turns. It was calibrated in a  dipole and a quadrupole. Room
temperature meas. were carried out in  industry so the goal for the meas. system was that
it be simple, fast  and safe. The system proved to be reproducible to 0.05 units. The mole
measured at 5 different positions and the meas. data and calculated data  agreed well.
More coils were needed however to detect a trend and correct possible imperfections. A
complete meas. took less than 3 hours.

Phil Schlabach, FNAL:
Plans for Measurement of LHC IR Quads During  Production.

      There will be 2 prototype  magnets and 9 FNAL quads. Field meas. to  be done with
rotating coils and alignment with a stretched wire system.  A short (about 1 m. long)
rotating coil to be used during fabrication  meas. and a long rotating coil (total 16 m. long)
to test production  magnets. At the moment the hardware is being built for the warm meas.
system and the parts are being acquired for the cold meas. system. There are already 3
stretched wire systems operational for alignment. The plan is for the probes to be ready by
next summer, the software by next spring and the first full length prototype meas. by next
October.
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